Equipment for control of ultrafiltration in the absence of diffusion.
Two devices have been developed for direct control of ultrafiltration during sequential dialysis therapy. Precise control of ultrafiltrate flow rates (+/- 1 ml/min) is obtained over the range of 0 - 38 ml/min.